An assessment of some hazards associated with the collection of venous blood.
Some potential hazards of three commercially available blood collecting devices are compared with the conventional syringe method. A simulated venous system using blood containing a bacterial spore tracer was used to estimate surface and aerosol contamination. No appreciable difference in potential hazard to the operator was demonstrable by the methods employed.